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┌───────────────────────┬────────────────────┬────────────┐　　　
│Test　 Items　　　　　　　　　　　　　　　　　│　　　　　　　Test Results　　　　　　　│Test Methods　　　　　　│　　　
├─────────────────┬─────┼────────────────────┼────────────┤　　　
│Protection Efficiency　　　　　　 │1　　　　 │　　　　　　　　 99.80　　　　　　　　　│CNS 14774 T5017-2018　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│of Mask(%)　　　　　　　　　　　　│2　　　　 │　　　　　　　　 99.86　　　　　　　　　│9.3(b)　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│(0.075μm NaCl,CMD)　　　　　　　 │3　　　　 │　　　　　　　　 99.70　　　　　　　　　│CNS 14755 Z2125-2011　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　│4　　　　 │　　　　　　　　 99.63　　　　　　　　　│Flow rate:85.1　　　　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　│5　　　　 │　　　　　　　　 99.85　　　　　　　　　│(Liter/min)　　　　　　 │　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　│6　　　　 │　　　　　　　　 99.78　　　　　　　　　│　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　│7　　　　 │　　　　　　　　 99.78　　　　　　　　　│　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　│8　　　　 │　　　　　　　　 99.89　　　　　　　　　│　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　│9　　　　 │　　　　　　　　 99.87　　　　　　　　　│　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　│10　　　　│　　　　　　　　 99.83　　　　　　　　　│　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　├─────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　　　　　　　│Ave.　　　│　　　　　　　　 99.80　　　　　　　　　│　　　　　　　　　　　　│　　　
└─────────────────┴─────┴────────────────────┴────────────┘　　　
　Note: Sample description is given by the client: Ambotum High Secured Safety Nano 3D Mask　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　Note: As the remaining sample was asked to return along with the test report, re-testing would not be possible.　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　

　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　

Note: The test report is the test results issued by the testing institution as requested　　　
　　　by the consignor, it shall not determine the legitimacy of the product.　　　　　　　　
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┌───────────────────────┬────────────────────┬────────────┐　　　
│Test　 Items　　　　　　　　　　　　　　　　　│　　　　　　　Test Results　　　　　　　│Test Methods　　　　　　│　　　
├───────────┬───────────┼────────────────────┼────────────┤　　　
│Inhalation Resistance │1　　　　　　　　　　 │　　　　　　　　 124.46　　　　　　　　 │CNS 14774 T5017-2018　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│(Pa)　　　　　　　　　│2　　　　　　　　　　 │　　　　　　　　 109.76　　　　　　　　 │9.3(b)　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│3　　　　　　　　　　 │　　　　　　　　 105.84　　　　　　　　 │CNS 14755 Z2125-2011　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│4　　　　　　　　　　 │　　　　　　　　 108.78　　　　　　　　 │Flow rate:85.1　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│5　　　　　　　　　　 │　　　　　　　　 103.88　　　　　　　　 │(Liter/min)　　　　　　 │　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│6　　　　　　　　　　 │　　　　　　　　 106.82　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│7　　　　　　　　　　 │　　　　　　　　 110.74　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│8　　　　　　　　　　 │　　　　　　　　 120.54　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│9　　　　　　　　　　 │　　　　　　　　 111.72　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│10　　　　　　　　　　│　　　　　　　　 114.66　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│Ave.　　　　　　　　　│　　　　　　　　 111.72　　　　　　　　 │　　　　　　　　　　　　│　　　
├───────────┼───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│Exhalation Resistance │1　　　　　　　　　　 │　　　　　　　　 123.48　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│(Pa)　　　　　　　　　│2　　　　　　　　　　 │　　　　　　　　 113.68　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│3　　　　　　　　　　 │　　　　　　　　 102.90　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│4　　　　　　　　　　 │　　　　　　　　 112.70　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│5　　　　　　　　　　 │　　　　　　　　 104.86　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│6　　　　　　　　　　 │　　　　　　　　 110.74　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│7　　　　　　　　　　 │　　　　　　　　 107.80　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│8　　　　　　　　　　 │　　　　　　　　 116.62　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│9　　　　　　　　　　 │　　　　　　　　 112.70　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│10　　　　　　　　　　│　　　　　　　　 114.66　　　　　　　　 │　　　　　　　　　　　　│　　　
│　　　　　　　　　　　├───────────┼────────────────────┤　　　　　　　　　　　　│　　　
│　　　　　　　　　　　│Ave　　　　　　　　　 │　　　　　　　　 112.01　　　　　　　　 │　　　　　　　　　　　　│　　　
└───────────┴───────────┴────────────────────┴────────────┘　　　
　Note: 1mmH2O=9.8Pa.　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　Note: Sample description is given by the client: Ambotum High Secured Safety Nano 3D Mask　　　　　　　　　　　　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　
　Note: As the remaining sample was asked to return along with the test report, re-testing would not be possible.　　　　　　
　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　　

Note: The test report is the test results issued by the testing institution as requested　　　
　　　by the consignor, it shall not determine the legitimacy of the product.　　　　　　　　
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